[Adaptation of the spectrocolorimeter "Spekol 10" for measuring platelet aggregation].
Adaptation of "Spekol 10" with Ti Mi attachment for measurement of platelet aggregation (by the turbidimetric method) in small samples of platelet suspensions (0.2-0.4 ml) is described. This set can be further easily modified for simultaneous recording of aggregation and ion concentration in the same platelet sample.